
1.Connect control cable with CE/FCC approved power plug or power bank. 

2.Short press the switch button to turn on. 

3.Wear eye mask and adjust nasal area for better eye lids contact. Enjoy the warm compress 

    and after 12 minutes, the eye mask will be switched off automatically.

Quick User Guide

iFlo Quick User Guide

1st  press: red light on (high level)
2nd press: blue light on (medium level)
3rd  press: green light on (low level)  
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